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We report a compact high-resolution arrayed waveguide grating (AWG) interrogator system designed to
measure the relative wavelength spacing between two individual resonances of a tilted fiber Bragg grating
(TFBG) refractometer. The TFBG refractometer benefits from an internal wavelength and power reference
provided by the core mode reflection resonance that can be used to determine cladding mode perturbations
with high accuracy. The AWG interrogator is a planar waveguide device fabricated on a silicon-on-insulator
platform, having 50 channels with a 0.18 nm wavelength separation and a footprint of 8 mm8 mm. By
overlaying two adjacent interference orders of the AWG we demonstrate simultaneous monitoring of two
widely separated resonances in real time with high wavelength resolution. The standard deviation of the
measured wavelength shifts is 1.2 pm, and it is limited by the resolution of the optical spectrum analyzer
used for the interrogator calibration measurements. © 2008 Optical Society of America
OCIS codes: 280.4788, 120.6200, 130.3120, 130.7408, 350.2770.The arrayed waveguide grating (AWG) [1–4] is a key
device in wavelength division multiplexed (WDM) op-
tical communication networks where it performs
functions such as wavelength multiplexing and de-
multiplexing, wavelength filtering, signal routing,
and optical cross-connects, among others. In recent
years, AWGs have been increasingly used in areas
other than WDM, including signal processing, spec-
tral analysis, and sensing [4]. AWGs can be imple-
mented with many wavelength channels and a high
spectral resolution using high index contrast silicon-
on-insulator (SOI) waveguides, since the large refrac-
tive index contrast between the silicon waveguide
core nSi3.5 and the surrounding silica cladding
nSiO21.45 ensures a very small device footprint
[5,6].
Here we demonstrate an implementation of a
highly sensitive interrogator for a fiber Bragg grating
(FBG) refractometric sensor using our recently devel-
oped compact SOI AWG microspectrometer [6]. AWGs
have been used for the interrogation of various types
of FBG sensors [7–9]. In such experiments, the FBG
resonance wavelength shifts induced by the measur-
and (e.g., stress, deformation, temperature, refrac-
tive index, etc.) are monitored by the AWG, which es-
sentially performs the function of a spectrometer.
However, the comparatively large channel spacing of
previously reported AWG interrogators [8,9], typi-
cally 100 GHz (0.8 nm, at the wavelength 
=1.55 m), limits the minimum measurable wave-
length shifts in the FBG spectrum. According to the
AWG interrogator theory [10], by decreasing both the
AWG channel passband and spacing by a factor of k,
the wavelength resolution is increased by the same
factor. In this Letter we demonstrate an SOI AWG
with a channel spacing of 22.5 GHz and a 3 dB chan-
0146-9592/08/222647-3/$15.00 ©nel passband of 0.14 nm, the smallest values re-
ported for an AWG interrogator (to our knowledge).
With this device we demonstrate the real-time simul-
taneous measurement of cladding and Bragg mode
resonances whose wavelength separation exceeds the
free spectral range (FSR) of our AWG, achieving a
wavelength resolution of 1 pm and a negligible
temperature cross sensitivity.
In the work presented here, the tilted fiber Bragg
grating (TFBG), which was reported in detail in [11],
was used to sense the refractive index of the medium
surrounding the fiber. Tilting the grating plane en-
hances the coupling of the light from the forward
propagating core mode to the backward propagating
cladding modes. As a result, many resonance minima
occur in the TFBG transmission spectrum. The fun-
damental Bragg resonance at wavelength B
=2ncore corresponds to the coupling between the for-
ward and backward propagating core modes. The
cladding mode resonances are located at wavelengths
clad,i= ncore+nclad,i, where ncore and nclad,i are the
core and cladding mode effective indices at specific
resonance wavelengths and  is the projection of the
grating period along the fiber axis. Since the cladding
modes are guided by the cladding outer boundary,
with the evanescent field in the surrounding me-
dium, their effective indices depend on the refractive
index of the medium. On the other hand, the effective
index of the core mode is independent of the proper-
ties of the surrounding medium, since the core is iso-
lated from the medium by the cladding. However the
temperature sensitivities of both the core and clad-
ding mode indices are nearly equal. Thus, by measur-
ing the wavelength separation B−clad,i between
the Bragg and any one of the cladding resonances, re-
fractive index changes can be monitored, while the
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The TFBG used in our experiment has a cross sensi-
tivity of B−clad,i to a temperature as small as
0.3 pm/ °C [11].
We used our high-resolution SOI AWG spectrom-
eter [6] as the interrogation circuit (Fig. 1a). The
AWG has 50 output waveguides, each receiving a dif-
ferent wavelength channel, and the measured chan-
nel spacing is 0.18 nm (22.5 GHz at 1550 nm). We be-
lieve this is the densest spacing and the largest
number of channels reported to date for an AWG of a
comparable size [4], making this device particularly
suitable for the FBG sensor interrogation. The mea-
sured FSR is 8.95 nm. The size advantage of our SOI
AWG is also remarkable, as previously reported
25 GHz AWGs fabricated in glass waveguides occupy
a 10 mm wafer, compared to the 8 mm8 mm foot-
print of our microspectrometer.
Fiber grating resonances are measured by coupling
the light transmitted through the grating into the
AWG microspectrometer and monitoring the AWG
output channel powers using a photodetector array,
as shown in Fig. 1a. The wavelength shifts of the
Bragg and of any cladding mode resonances res are
determined from the optical power in two adjacent
AWG output channels with the TFBG resonance
minima in between the two, i.e., kresk+1. Fig-
ure 1b shows the variation in output power of two
Fig. 1. (Color online) a, High-resolution SOI AWG sensor
interrogator. Light from a broadband amplified spontane-
ous emission (ASE) source is coupled to a TFBG sensor.
TFBG and cladding mode resonance wavelengths are mea-
sured by the AWG with the output waveguides coupled to a
photodetector array. b, Light intensities and their logarith-
mic ratio for two adjacent AWG channels as a function of
Bragg resonance wavelength shift.such AWG channels as the wavelength of a Braggresonance shifts with the sensor temperature. As the
Bragg resonance minimum moves, the intensity de-
creases in channel k+1, while it increases in channel
k. When a FBG sensor and an AWG both have ap-
proximately Gaussian passbands of comparable line-
widths, the logarithmic ratio of the optical powers in





where  is a quasi-linear function of the wavelength
[10], provided the FBG resonance wavelength shifts
 are small compared to the AWG channel spacing.
Here Ik and Ik+1 are the optical powers in channels k
and k+1, respectively. The measured calibration loga-
rithmic ratio  is shown in Fig. 1b.
For the initial calibration of the system the TFBG
was immersed in a temperature-controlled water
bath. During the calibration the water temperature
was gradually increased and each resonance wave-
length shift  was measured by the optical spectrum
analyzer (OSA) as a function of the adjacent chan-
nel’s intensity ratio measured by the microspectrom-
eter, as shown in Fig. 1b. This calibration was carried
out individually for the two (Bragg and cladding)
resonances. The statistical deviation of the calibra-
tion measurements yields a wavelength resolution of
1.2 pm. The accuracy of the calibration instrument
(OSA) is of the same order. This value is comparable
to that achieved with complex and dedicated labora-
tory instruments such as OSAs and commercial
wavelength swept laser interrogation systems [12].
The transmission spectrum of the TFBG is shown
in Fig. 2. In our interrogation experiment a broad-
band Er+-doped fiber amplified spontaneous emission
(ASE) source 1530–1560 nm was used as the light
source. Since the TFBG cladding resonances as well
as the nonuniform ASE emission spectrum extend
over several FSRs of the AWG, the light source was
prefiltered over two 1.5-nm-wide passbands centered
near the Bragg core resonance 1546.2 nm and one
Fig. 2. (Color online) Measured TFBG transmission spec-
trum. The AWG channels used to monitor the cladding, and
the Bragg mode resonances are indicated by the shaded
areas.
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tively. These two resonances are separated by more
than one FSR, but since the light in between the two
passbands from the source is blocked, both the Bragg
and cladding resonances can be monitored simulta-
neously owing to the cyclic property of the AWG spec-
tral response. This overlaying of the two FSRs allows
the resonance of the cladding mode to be positioned
between the channels 39 and 40, while the Bragg
peak (11 nm from the cladding mode) is positioned
between channels 50 and 51 (see Fig. 2). The light
from the TFBG refractometric sensor is then coupled
through a fiber splitter to the SOI AWG and an OSA.
The OSA is used for calibrating the response of the
SOI AWG and for comparative performance evalua-
tion. The SOI AWG is temperature stabilized to
0.1°C at 23°C using a computer-controlled Peltier
element. An image of the microspectrometer output
waveguides 39/40 (cladding mode) and 50/51 (Bragg
mode) is formed by a microscope objective on an in-
frared InGaAs camera. The relative intensity outputs
from these four channels are extracted using a frame
grabber and image analysis software.
For refractometric measurements, the TFBG was
immersed in solutions of varying sucrose concentra-
tion, from 10% to 40% w/w in steps of 5% w/w (per-
cents of total weight), corresponding to a refractive
index step of 7.510−3. The intensity ratios Ik+1 /Ik
were measured as a function of the sucrose solution
refractive index [13] and the corresponding reso-
nance wavelength shifts were obtained using the cali-
bration data. The measurements were repeated ten
times for each sucrose concentration over a period of
10 min. Figure 3 shows the measured differential
wavelength shift B−clad,i between the cladding
and the Bragg modes and the corresponding stan-
dard deviation of the data at each sucrose concentra-
tion. Excellent agreement is observed between the in-
terrogation results obtained using the OSA and the
microspectrometer. The refractive index resolution is
1.210−3, and it is limited by the specific type of
TFBG we used in this experiment rather than by the
interrogator itself. Various methods can be used to
Fig. 3. (Color online) Measured differential wavelength
shift between the cladding and the Bragg modes and the
corresponding standard deviation data as a function of the
sucrose solution refractive index.increase the refractive index sensitivity of a FBG
sensor. These include using a TFBG with a larger tilt
angle, cladding modes near the cutoff condition, a
thin high index coating overlayer, multiple cladding
resonances within a single sensor measurement [11],
and photonic wire evanescent field sensors [14].
We have reported an AWG interrogator device with
a wavelength resolution of 1.2 pm comparable to that
achieved with sophisticated and expensive spectro-
scopic instruments. Our interrogator is an integrated
planar waveguide device with a compact footprint of
8 mm8 mm. By overlaying different AWG interfer-
ence orders, the interrogator can simultaneously
monitor widely separated resonances in real time
with high wavelength resolution. Another important
advantage of our SOI AWG interrogator is that it can
be mass produced using established silicon-based
microfabrication processes, which implies obvious
cost benefits. Similar interrogator devices can be
used for both well-established sensing applications
including the monitoring of temperature, strain,
pressure and microbending, and emerging applica-
tions such as chemical, biological, and environmental
sensing.
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